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Background: The purpose of this study was to evaluate the safety of a novel silver-impregnated Foley
catheter system designed to prevent catheter-associated bacteriuria and funguria, assess recruitment
feasibility for a future pivotal trial, and preliminarily assess efficacy.
Methods: This single-center, randomized controlled trial at a university hospital involved adult neuro-
surgical patients expected to have a urinary catheter for �24 hours. Subjects were randomized to a novel
silver-impregnated (test) Foley catheter system or a control system. They were followed for 30 days (or
until discharge) while catheterized and for up to 48 hours after catheter removal, with daily bacteriuria
testing and assessment for symptoms of infection and catheter intolerance.
Results: Ninety-five subjects were randomized (intention-to-treat [ITT] population). Of these, 61 subjects
(64%) had a catheter for �24 hours without perioperative antibiotics beyond 24 hours (evaluable pop-
ulation). In the ITT population, 11 of 95 (12%) subjects had an asymptomatic bacteriuria (ABU) event.
Compared with controls, test system recipients had a trend toward longer time to ABU in the ITT pop-
ulation (P ¼ .08, log-rank test) and a longer time to ABU in the evaluable population (P ¼ .03). All 6 ABU
events caused by gram-negative bacilli occurred in the control group.
Conclusion: In this pilot randomized trial the test system was well tolerated and seemingly effective in
preventingcatheter-associatedbacteriuria,especiallywithgram-negativebacilli.Apivotal study iswarranted.

Copyright � 2015 by the Association for Professionals in Infection Control and Epidemiology, Inc.
Published by Elsevier Inc. All rights reserved.
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Indwelling urinary catheters are placed in 16%-25% of hospi-
talized patients.1,2 Despite their necessity, indwelling urinary
catheters have associated infection risks ranging from asymptom-
atic bacteriuria (ABU) to bacteremia.3-5 Bacteriuria develops in up
to 25% of subjects requiring a urinary catheter for �5 days, with a
daily acquisition risk of 1%-5%.6,7

Adverse consequences of catheter-associated bacteriuria (which
can be symptomatic or asymptomatic) include increased mortality,
higher costs, and prolonged hospitalization.8 The high estimated cost
of health careeassociatedurinary tract infection (UTI),which is $400-
$500million annually in theUnitedStates, has led to renewed interest
inpreventionof catheter-associatedbacteriuria.9-13 Reducing the rate
of bacteriuria in catheterized patients could help to lower rates of
symptomatic infection and the associated costs and complications.
Control and Epidemiology, Inc. Published by Elsevier Inc. All rights reserved.
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Fig 1. Catheter configuration. (A) Components of the accessory device positioned
between the catheter and collection system. The device includes, in series, an antire-
flux valve and antimicrobial matrix made of polyurethane polymer impregnated with
silver and copper. (B) Photograph (left) and diagram (right) of the silver-coated cath-
eter. The shaded portion of the diagram represents the areas that are coated in silver.
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Bacteriuria (used hereafter to denote both bacteriuria and fun-
guria) can develop in a patient with a urinary catheter either by
intraluminal spread of organisms introduced via a break in a closed
urine collection system or by extraluminal spread of organisms
introduced at the time of catheter insertion or that migrate along
the catheter’s external surface.6,14 Sterile closed-drainage systems
reduce, but do not eliminate, the risk of bacteriuria because of
breaks in the system and the extraluminal route of microbial en-
try.6,15,16 Therefore, other mechanisms of bacteriuria prevention
have been pursued.

Silver is a broad-spectrum antiseptic that exhibits activity
against both bacteria and fungi without inducing resistance.17,18

Studies to date of silver alloy-coated catheters for bacteriuria pre-
vention have yielded mixed results,19-21 with the most recent large,
randomized trial showing no difference between the main
currently marketed silver-containing Foley catheter and control.22

Another recent before-after nonrandomized cohort study showed
a reduction in symptomatic UTI.23 However, these studies do not
prove that ionic silver is an ineffective biocide for use with urinary
catheter systems; their inconsistent results may simply indicate
that available ionic silver delivery features for urinary catheters are
inadequate, indicating the need for an improved delivery system.

The TIC Foley system (ICET, Norwood, MA) (hereafter referred to
as the test system) is a silver-based urine drainage system that uses
a novel (proprietary) sustained-release technology and is designed
to prevent both intraluminal and extraluminal routes of infection. It
includes an ionic silver-releasing Foley catheter attached to an
accessory device that contains an antimicrobial silver and copper
matrix. The test system has not been tested in an animal model, but
it has passed functionality and biocompatibility tests. To our
knowledge, this pilot study is the first study of the system in
humans. It was a prospective, single-site, randomized controlled
trial (RCT) comparing the test systemwith the standard silver alloy-
coated catheter system currently in use at the study site, with the
primary objective of demonstrating feasibility of recruiting eligible
patients to assess the incidence and time to ABU.

METHODS

Setting

This study was conducted over 12 months at the University of
Minnesota Medical Center (UMMC), an 885-bed tertiary care
teachinghospital inMinneapolis,Minnesota. Subjectswere recruited
from among patients at least 18 years old who were scheduled for a
neurosurgical or spinal surgeryprocedure andwere expected tohave
a urinary catheter in place for �24 hours, receive no postoperative
antibiotics, and receive prophylactic perioperative antibiotics
for <24 hours. Exclusionary criteria included known UTI at the time
of screening, receipt of systemic antibiotics within 48 hours prior to
enrollment, having used an indwelling urinary catheter within
48 hours of the time of enrollment, and surgery involving the geni-
tourinary tract. These inclusion and exclusionary criteria were stip-
ulated by the Food and Drug Administration (FDA) (from which
approval was needed before the trial could be conducted), which
considered the resulting population to be less likely to receive
ongoing antibiotics than the general medical/surgical population,
thereby allowing a nonconfounded assessment of the bacteriuria-
preventing effect of the test catheter. Operating room staff inserted
all catheters in the operating room.

Catheter systems

The control system was a commercially available, LUBRI-SIL I.C.
antimicrobial silicone Foley catheter, which incorporates a silver
alloy coating in a closed system (CR Bard, Covington, GA). This
system was chosen because it was the standard of care at the
UMMC at the time of the study. The test system includes a novel
catheter designed to release continuous ionic silver into the im-
mediate body fluid environment at the device-tissue interface at a
steady concentration that is inhibitory to microbes but still low
enough to avoid toxicity to surrounding tissues. Both the intra-
luminal and extraluminal surfaces of the test catheter are coated
with ionic silver. To provide additional barriers to ascending in-
fections from the collection bag, the catheter is connected to the
drainage tubing by an interposed accessory device that contains, in
series, an antireflux valve and an antimicrobial matrix made of
polyurethane polymer impregnated with silver and copper (Fig 1).
The combination of the novel silver elution system coating the
Foley catheter and the combined antireflux/antimicrobial accessory
device was designed to prevent both the intraluminal and extra-
luminal routes of infection.

The test system was assembled using a commercial closed
drainage Foley tray (Kit 902816, CR Bard, Covington, GA) and
replacing the catheter with the test catheter and antimicrobial filter
matrix. It was produced, assembled, and supplied by ICET (Nor-
wood, MA) and Primrose Medical (Walpole, MA) under the inves-
tigational device exemption approval from the FDA.

Allocation and blinding

Subjects were assigned randomly to the test system or control
system group based on an interactive Web-based randomization
system, with stratification by sex, diabetes diagnosis, and use of
cefazolin versus clindamycin as perioperative prophylaxis. Because
the test and control catheter systems differed in appearance, the
subject and health care worker who inserted the catheter could not
be blinded to treatment assignment, which was also the case in
multiple previous studies of novel urinary catheters.19,20,24 How-
ever, the primary study endpoint was bacteriuria, the presence of
which was determined based on culture results generated by the
clinical microbiology laboratory staff, who were blinded to treat-
ment assignments.

Data collection

Urine dipstick screening was done at the time of enrollment as a
rapid screen for presence of bacteriuria, as indicated by positive
leukocyte esterase or nitrite. After enrollment, randomization, and



Fig 2. Clinical trial overview.

Table 1
Incidence of asymptomatic bacteriuria and symptomatic urinary tract infection in relation to type of Foley catheter system

Endpoint

Intention-to-treat population* Evaluable populationy

Incidence, no. (column %)

P value

Incidence, no. (column %)

P valueTest system (n ¼ 49) Control system (n ¼ 46) Test system (n ¼ 30) Control system (n ¼ 31)

Asymptomatic bacteriuria 3 (6) 8 (17) .11 2 (7) 8 (26) .06
Symptomatic urinary tract infection 1 (2) 0 (0) .90 1 (3) 0 (0) .96

*Included the 95 subjects who underwent randomization.
yIncluded the 61 subjects who had a catheter indwelling for at least 24 hours without postoperative systemic antibiotics.
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catheter insertion subjects were assessed daily to ensure proper
catheter placement (ie, position of the bag, tubing, seal, clamp).
Urine specimens for culture were collected aseptically each day
from the catheter and collection bag. An additional urine specimen
was obtained 48 hours after catheter removal, if possible. Urine
samples were assessed by the clinical microbiology laboratory at
the UMMC. Urine specimens were plated on MacConkey and
sheep’s blood agar, per the clinical microbiology laboratory’s pro-
tocol. Species identity was determined using the VITEK 2 auto-
mated system (bioMérieux, Durham, NC) for all isolates, regardless
of the number of colonies isolated.

Any blood cultures obtained were also recorded and reviewed.
Randomized subjects were followed with the catheter indwelling
for up to 30 days from catheter placement or until discharge,
whichever came first, and were followed for 48 hours after catheter
removal if the catheter was removed in-hospital within 30 days of
its placement. All test system catheters were removed prior to
hospital discharge.

For the duration of Foley catheter use, subjects were assessed
daily for vital signs and signs or symptoms of infection, including
temperature >38�C, suprapubic tenderness, and costovertebral
angle pain or tenderness. Subjects were also questioned daily about
symptoms of catheter intolerance, including dysuria, itching, ure-
thral or pelvic pain, urgency, redness, or swelling. Medical records
were reviewed for adverse events, such as dysuria, oliguria, or
urinary retention. Adverse events were assessed individually by the
study team based on evaluation of the patient and medical record
review. Each event was determined to be unrelated or possibly
related to the catheter after evaluation of the situation.

Definitions

ABU was defined as a urine culture with �105 colony forming
units (CFU)/mL of no more than 2 species from a urine sample
collected either via the catheter (if during the catheterizationperiod)
or by voiding or in-out catheterization (if within 48 hours after
catheter removal) in the absence of the symptoms subsequently
outlined.

Symptomatic urinary tract infection (SUTI) was defined as a pos-
itive urine test plus at least 1 of the following: temperature >38�C,
suprapubic tenderness, or costovertebral angle pain or tenderness. A
positive urine test was defined as at least 1 of the following: dipstick
positive for leukocyte esterase or nitrite, pyuria (�10 white blood
cells/mm3 or�3white blood cells/high power field of unspun urine),
positive gram stain of unspun urine and a urine culture with
�103 CFU/mL but<105 CFU/mL of no more than 2 species, or a urine
culture with �105 CFU/mL of no more than 2 species.

Approvals

The clinical protocol and definitions were approved by the FDA’s
Center for Devices and Radiological Health under an investigational



Fig 3. Time to asymptomatic bacteriuria (ABU) for the intention-to-treat (ITT) population (top) and evaluable population (bottom). According to the log-rank test, time to ABU
among test system recipients (solid line) versus control subjects (dashed line) was borderline significantly longer in the ITT population (top) and significantly longer in the evaluable
population (bottom).
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device exemption. The study was conducted in accordance with
FDA-approved protocol. The study was reviewed and approved by
the Institutional Review Board of the University of Minnesota.

Statistical analysis

The study was designed to enroll up to 120 subjects, with the
goal of having 30 evaluable subjects in each arm. Because the pri-
mary study objective was to demonstrate the feasibility of
recruiting eligible patients for assessing the incidence of and time
to ABU, as needed to inform the design of a future pivotal study, no
formal power calculations were done.

Secondary study objectives were to evaluate the safety and
tolerance of the test system and rates of SUTI. Statistical analyses
were done using SAS software (SAS Institute, Cary, NC). Incidence of
ABU was evaluated using a logistic regression model. Time to first
ABU event was evaluated using a log-rank test.
RESULTS

Study population

Overall, 100 subjects provided informed consent, 95 underwent
randomization, and 91 had a catheter placed. One subject had a
positive baseline dipstick screen and therefore was excluded prior
to randomization. Of randomized subjects who had a catheter
placed, 63 (69%) completed the study per protocol; the other 28
(31%) experienced �1 protocol deviations. The most common
protocol deviation was the lack of a postcatheter removal urine
specimen (Fig 2), which resulted from subjects being unable to give
a urine specimen on demand postcatheter removal or being dis-
charged from the hospital prior to specimen collection. The char-
acteristics of subjects who were randomized and had a catheter
placed were similar in the 2 study groups (further details are
available from the authors on request).



Table 2
Adverse events among subjects with a catheter placed

Event Subset

No. of subjects with
event (column %)

Test
system
(n ¼ 49)

Control
system
(n ¼ 46)

Total
(N ¼ 95)

Dysuria Total 1 (2.0) 0 (0) 1 (1.0)
Possibly related* 0 (0.0) 0 (0) 0

Oliguria Total 2 (4.0) 0 (0.0) 2 (2.1)
Possibly related* 0 (0.0) 0 (0.0) 0

Urinary retention Total 4 (8.2) 2 (4.3) 6 (6)
Possibly related* 2 (4.0) 2 (4.3) 4 (4.2)

Decreased urine output Total 1 (2.0) 1 (2.2) 2 (2.1)
Possibly related* 1 (2.0) 1 (2.2) 2 (2.1)

Total Total 8 (16.3) 3 (6.5) 11 (11.6)
Possibly related* 3 (6.1) 3 (6.5) 6 (6.3)

*Whether adverse events were possibly related to the study catheter was
determined by members of the study team based on the clinical context, without
regard for the study group.
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Incidence of ABU

The 95 subjectswho underwent randomizationwere included in
the intention-to-treat analysis. Of these, 49 (52%) were randomized
to the test system and 46 (48%) were randomized to the control
system. Overall, 11 ABU events occurred, including 3 (6%) among
subjects with the test systemversus 8 (17%) among control subjects
(P¼ .11, logistic regression). The only SUTI event occurred in the test
systemgroup (Table 1). Therewas a trend toward longer time toABU
among test system recipients (P ¼ .08, log-rank test) (Fig 3).

A total of 61 subjects qualified for the evaluable population (ie,
had a catheter indwelling for at least 24 hours without post-
operative systemic antibiotics). These included 30 (49%) test system
recipients and 31 (51%) control system recipients. Within this
population, ABU occurred in 2 (7%) test system recipients and 8
(26%) control system recipients (P ¼ .06, logistic regression)
(Table 1). Similarly, time to ABU was significantly greater among
test system recipients (P ¼ .03, log-rank test) (Fig 3).

Organisms causing bacteriuria

A total of 12 organisms were recovered in association with
the 11 ABU events. One ABU event involved Klebsiella pneumoniae
and Escherichia coli, both at �105 CFU/mL. The remaining 10 events
each involved 1 organism, also at �105 CFU/mL. Of the 12 ABU
organisms, 6 (50%) were gram-negative bacilli (E coli: n ¼ 4, K
pneumoniae: n ¼ 1, Pseudomonas aeruginosa: n ¼ 1), 5 (42%) were
gram-positive cocci (Enterococcus spp: n ¼ 4, coagulase-negative
Staphylococcus: n ¼ 1), and 1 (8%) was yeast (Candida kefyr). Of
note, all 6 ABU events involving gram-negative bacilli occurred in
the control system group; none occurred in the test group.

Adverse events

Events judged by the study team to be possibly catheter-related
included mainly decreased urine output and urinary retention.
These occurred in 6% of subjects overall and did not differ in fre-
quency between treatment groups (Table 2).

COMMENT

In this pilot RCT we evaluated the feasibility of studying a novel
antimicrobial urinary catheter system within an FDA-mandated
study design while generating exploratory data regarding the sys-
tem’s safety and efficacy in preventing ABU. We found a trend to-
ward lower incidence of ABU in the test system group. Similarly,
time to first ABU event was longer with the test system, to a
borderline significant extent in the intention-to-treat population
and significantly so in the evaluable population. With current
hospital protocols aimed at decreasing the duration of catheter use
in postoperative patients, a catheter system that increases the time
to colonization with microorganisms presumably could signifi-
cantly decrease rates of SUTI.25

Of particular interest was the absence of gram-negative bacte-
riuria episodes among test system recipients. Previous studies have
suggested that marketed silver-coated Foley catheters may be no
more (and possibly less) active both in vitro and in vivo against
gram-negative bacilli than against gram-positive organisms.26,27 In
contrast, a study of silver wound dressings found a greater effect on
gram-negative bacilli than gram-positive organisms, with differ-
ences noted between dressing brands.28 Although it would be pre-
mature to draw conclusions based on this pilot study, the absence
among test system recipients of ABU caused by gram-negative
bacilli, which usually are the most common cause of catheter-
associated bacteriuria and are the highest-risk organisms for
causing catheter-associated urosepsis, is promising.3,29 It suggests
that the test systemmight be a timelyaddition to the arsenal of tools
to prevent health careeassociated gram-negative bacteriuria.

Overall, the test system was well tolerated and had equivalent
adverse effects to the (silver alloy-coated) control antimicrobial
catheter system currently in use at the study hospital. Only about
6% of subjects in each group had a suspected study catheter-related
adverse event, usually urinary retention or decreased urine output.

An important strength of this study was the RCT study design.
Because previous studies of antimicrobial catheters have shown
mixed results, it is especially important to use a strong study design
to evaluate novel catheter systems. Additionally, this pilot study
was able to recruit and enroll 100 subjects from the target popu-
lation, thereby demonstrating the feasibility of a future, larger
pivotal RCT to evaluate the test system.

Study limitations included the relatively small sample size, the
focus on bacteriuria rather than SUTI, the lack of blinding to catheter
assignment (for subjects and study team members), the compara-
tively large number of protocol deviations, and missing data points
(as outlined in Fig 2). However, the study sizewas appropriate for the
immediate goals of this pilot project, which were primarily to assess
the feasibility of recruiting eligible subjects and rates of ABU, as
parameter estimates for design of a future pivotal trial. The lack of
blinding of subjects and study team members, although not ideal,
was unlikely to have influenced the main study outcome (ABU)
because this endpoint was defined based on objective laboratory
results, and the laboratory workers who generated these results
were unaware of study group assignment.

Regardingmissing samples, this studywas conducted in a real-life
hospital setting. Some patients were unable to provide a voided
specimen prior to catheterization, and 15% of randomized subjects
lacked a postcatheter removal urine specimen. For a future pivotal
trial, additional safeguards shouldbeput intoplace topreventmissed
urine specimens, including involving the clinical care nurses and
clinical research coordinators in obtaining the specimens.

CONCLUSIONS

In this pilot study of a novel antimicrobial Foley catheter system,
the test system was safe and well tolerated and appeared to delay
the onset of bacteriuria overall, particularly that due to gram-
negative bacilli. Given the potential for silver to act as a broad-
spectrum biocide, it is worthwhile to explore novel ionic silver
delivery technologies. Therefore, a future pivotal study is warranted
to confirm these promising preliminary findings.
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